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We present X-ray absorption spectroscopy and resonant inelastic X-ray scattering (RIXS) measure-
ments on the iron L-edge of 0.5 mM aqueous ferricyanide. These measurements demonstrate the
ability of high-throughput transition-edge-sensor (TES) spectrometers to access the rich soft X-ray
(100–2000 eV) spectroscopy regime for dilute and radiation-sensitive samples. Our low-concentration
data are in agreement with high-concentration measurements recorded by grating spectrometers.
These results show that soft-X-ray RIXS spectroscopy acquired by high-throughput TES spectrom-
eters can be used to study the local electronic structure of dilute metal-centered complexes relevant
to biology, chemistry, and catalysis. In particular, TES spectrometers have a unique ability to charac-
terize frozen solutions of radiation- and temperature-sensitive samples. Published by AIP Publishing.
https://doi.org/10.1063/1.5000755
I. INTRODUCTION
Transition metals play critical roles in industrial and bio-
logical processes. The function of many catalysts is determined
by changes in the oxidation state, symmetry, and spin state
of an active transition-metal center. The study of the local
electronic structure is necessary to understand catalytic func-
tions so that new industrial processes can be developed and
enhanced.1,2 The study of biocatalysts such as enzymes is
especially important to further understand disease pathways,3
develop new drugs,4 and create bio-mimetic catalysts5 that can
be used in industry.
Core-level X-ray absorption spectroscopy (XAS), where
an incident beam of X-rays is varied in energy to excite core
electrons into unoccupied valence states, is a powerful tool to
decipher the local electronic structure of materials with atomic
specificity. The core-to-valence transition obeys energy and
momentum conservation and strong selection rules that display
sensitivity to the oxidation state, spin state, and local symmetry
of the excited atom and its chemical surrounding.6,7
In the soft-X-ray regime (100–2000 eV), XAS has been
widely adopted for the light-element K edges (1s→2p) and 3d-
transition-metal L edges (2p→ 3d) due to the dipole transition
a)Electronic mail: ctitus@stanford.edu
into the valence orbitals of interest.6,8 Although the “textbook”
XAS, i.e., the photoabsorption cross section per atom, can be
determined via transmission through a thin film, XAS spectra
are often more conveniently collected via detection of sec-
ondary processes involving either electron or photon decay
channels as an indicator of X-ray absorption. In the soft-X-
ray regime, most measurements are performed via detection
of electrons ejected from the sample (electron yield or EY)
due to the abundance of ejected electrons and the relative
ease of detection for conductive samples (a drain-current mea-
surement via a sensitive ammeter often suffices). However,
electrons have a very short mean free path in matter and are
strongly impacted by electric and magnetic fields, so EY detec-
tion is surface-sensitive and requires conductive samples to
avoid buildup of a surface charge that can severely distort or
eliminate the XAS signal.9 As a result of these limitations, flu-
orescence yield (FY) detection is a more natural tool to probe
samples that are non-conductive, that require in situ setups
that electrons cannot penetrate, or for which bulk sensitivity
is desired. Unfortunately, the L-edge FY signal is hundreds
of times weaker10 than the EY signal, leading to low FY
count rates. Solid-state detectors such as silicon-drift detec-
tors (SDDs) and charge-coupled devices can be used to obtain
acceptable count rates from dilute systems11,12 but can achieve
energy resolution on the order of 50 eV (FWHM) at 700 eV at
best.13,14 These detectors, which have sensitivity to all X-ray
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energies, can obtain the total-fluorescence-yield (TFY) spec-
trum via collection of all X-ray emission from the sample,
but for dilute compounds, the TFY signal may be dominated
by emission from the background matrix of the sample rather
than the atomic center of interest. In this case, it is custom-
ary to collect a partial-fluorescence-yield (PFY) spectrum that
consists only of photons emitted by the desired atomic cen-
ter at specific emission energies. This results in an improved
signal-to-background ratio, but for low-concentration samples,
in particular for measurement of 3d transition-metal L edges
in an oxygen-rich matrix, the poor energy resolution of a solid-
state detector can lead to a background in PFY spectra that is
prohibitively high.
In resonant inelastic X-ray scattering (RIXS), the X-ray
emission spectrum is recorded as a function of the exciting
X-ray energy, providing access to resonantly excited X-ray
emission spectra as well as low-energy loss features rela-
tive to the elastic peak.7,15,16 Combining bright light sources
with high resolution X-ray emission spectrometers approach-
ing 10 meV resolution17,18 has allowed the dispersion of many
elementary low-energy excitations to be resolved, including
spin excitations and magnons,19,20 and even vibrational man-
ifold mapping onto nuclear wavepackets.21 However a more
modest X-ray emission resolution of about 1 eV is often suf-
ficient to access orbital excitations, such as d–d transitions,22
and charge transfer excitations.23 L-edge RIXS can yield more
rich chemical insights into crystal field, charge transfer, and
valency than XAS alone, even at moderate resolution.24 This
has opened up more incisive characterization of frontier-orbital
interactions in model catalysts, such as the real-time mapping
of ligand exchange and associated spin-state dynamics in iron
pentacarbonyl.25
Rowland-circle grating spectrometers26,27 can measure
PFY-XAS and RIXS spectra with better than 1 eV resolution,
but their low throughput and requirement of a tightly focused
beam can lead to long measurement times and sample damage,
especially for dilute samples. Recognition of these difficul-
ties has led to efforts to design variable-line-spacing gratings
that have an order of magnitude higher throughput.28,29 How-
ever, to measure PFY and RIXS spectra for the most dilute
samples, some groups have found it necessary to build cus-
tom high-throughput instruments that efficiently target only
a single element such as nitrogen,30 manganese,31 or iron.32
While this approach has broadened the reach of soft-X-ray
spectroscopy, the custom-made nature of these solutions has
limited their adoption.
Radiation sensitivity adds a constraint to the study of
transition-metal sites because many samples can only be
exposed for a finite time before significant damage occurs;
such damage often results in reduction of the active site. Sam-
ple damage has been observed to be linearly dependent on
an X-ray dose,33 so the brightest, most focused beamlines
will damage samples the fastest. Several groups at X-ray free-
electron lasers and synchrotrons have used liquid sample jets
with diffraction gratings to overcome damage when measuring
dilute transition-metal solutions.25,31,34 The jet ensures a con-
tinuous supply of undamaged samples which in turn allows
the long measurement times needed to compensate for the
low throughput of the grating. However, these experiments
require a very bright synchrotron beamline or free-electron
laser, a complicated liquid jet, a long measurement time, and
a large sample volume, rendering them out of reach for many
experimenters.
These challenges have prevented L-edge soft-X-ray spec-
troscopy from being applied to many dilute, radiation-sensitive
systems. Instead, the vast majority of studies use hard X-rays
(>4 keV) to probe K edges, which involve the promotion
of 1s core electrons.35 There are many experimental advan-
tages to working with hard X-rays: K edges have significantly
higher fluorescence yields than the corresponding L edges,10
the emission can be efficiently monochromatized with Bragg
crystals, and hard X-rays are much more penetrating than soft
X-rays, which makes experiments less sensitive to the light
element matrix, the sample environment, and X-ray windows.
Although it is experimentally convenient to use hard X-rays,
especially for dilute samples, K-edge XAS suffers from intrin-
sic energy broadening caused by the short lifetime of the
1s core hole (>1 eV for transition-metal K edges, compared
to <0.2 eV for the corresponding L edges). In 1s2p RIXS,
which involves a K-edge 1s→ 3d absorption followed by the
detection of 2p→ 1s emission photons,36 inelastic losses cor-
responding to L-edge excitations can be analyzed. Here the
energy broadening in the emission direction is set by the life-
time of the 2p53dn+1 final state configuration, which is the
same as the L-edge XAS final state.35 Although 1s2p RIXS
has been used in place of L-edge XAS for samples which
are difficult to measure with soft X-rays, it is sensitive to
effects such as transition metal 3d 4p mixing as well as the
tail of the intense 3p dipole transitions, which can substan-
tially complicate the interpretation of the 1s2p RIXS spectrum,
and direct measurement of L-edge XAS and RIXS spectra is
preferable.
We have commissioned an array of transition-edge-sensor
(TES) detectors37 as a spectrometer for XAS and RIXS. TES
detectors are energy-dispersive (ED) devices, meaning that a
TES detector directly measures the energy of each incident X-
ray photon. TES detectors have much better spectral resolution
than solid-state detectors. Unlike wavelength-dispersive grat-
ing spectrometers, for which good energy resolution depends
on a narrow entrance slit or focused beam and small acceptance
angle, an array of TES detectors provides a large collection
area, provides a high quantum efficiency, and does not require
a focused beam. TES arrays can therefore attain both a higher
photon throughput and lower radiation dose rate than diffrac-
tion gratings.38 The combination of sufficient energy resolu-
tion to study most orbital and charge-transfer excitations and
high throughput allows practical PFY-XAS and RIXS mea-
surements on dilute, damage-sensitive samples. In this paper,
we present measurements on frozen solutions of aqueous ferri-
cyanide (K3[Feiii(CN)6]) to demonstrate the ability of the TES
array to obtain PFY-XAS and RIXS spectra from undamaged
samples as dilute as 0.5 mM.
II. METHODS
A. Instrument
We have developed and fielded an energy-dispersive
soft-X-ray spectrometer for use at the Stanford Synchrotron
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Radiation Lightsource (SSRL) beamline 10-1. This spectrom-
eter is based on an array of transition-edge-sensor detec-
tors that directly measure the energy deposited by inci-
dent X-rays. Each TES detector is a cryogenically cooled,
temperature-dependent resistor. When an X-ray hits a detec-
tor, the TES heats and the resistance increases sharply. The
resistance change causes a current change, which can in
turn be read out by sensitive cryogenic amplifiers.39 Signals
from the TES are processed with the techniques described
by Fowler et al.40 to determine the energy of each detected
X-ray.
The TES array at beamline 10-1 consists of 220 opera-
tional detectors, each of which has an effective area of 104 µm
× 84 µm. The total active area is 1.9 mm2, and the array can
be positioned as close as 30 mm to the sample and so spans a
maximum solid angle of 0.002 sr. The array has been operated
at output count rates up to 10 000 counts/s. The energy reso-
lutions of the detectors in this array range from 1.5 eV to 2 eV
at 700 eV.37 As described by Fowler et al.,41 the instrumental
energy-response function of the detectors is a Gaussian with
an exponentially decaying tail to low energies.
Measuring PFY-XAS substantially reduces the noise in an
absorption spectrum. In a FY-XAS scan, the “noise” is primar-
ily set by counting statistics of signal and background counts.
We define N sig for a given monochromator step to be the rate of
counts of fluorescent emission collected by the detector in the
X-ray line(s) of interest, while Nback for that monochromator
step is the detected rate of all other X-rays. The total number
of signal counts is thus N sig ∗ t and the total background is
Nback ∗ t, where t is the integration time in a given monochro-
mator step. Background X-rays are generally fluorescent emis-
sion from other atoms but can also be X-rays from the elasti-
cally scattered beam or X-rays from other rarer events. Assum-
ing Poisson arrival statistics and N sigt + Nbackt  1, the
signal-to-noise ratio, or SNR, per monochromator step is then
given by
SNR =
Nsigt√
Nsigt + Nbackt
=
Nsig
√
t√
Nsig + Nback
. (1)
Typically, N sig/Nback is set by the sample and the ability
of the detector to reject background emission. In a TFY-
XAS scan, in which all emitted X-rays are counted, good
SNR can be obtained if Nsig
√
t is made very large so that
Nsig
√
t 
√
Nsig + Nback . However, for a dilute sample, Nback
may be much larger than N sig, so
√
Nsig + Nback ≈
√
Nback .
Defining α ≡
√
Nsig/
√
Nback , we see that for α  1,
SNR ≈ α
√
Nsigt. (2)
If α is very small, it is difficult to increase either N sig or t
enough to achieve a high SNR because the SNR only increases
as the square root of either of these quantities. A typical ED
spectrometer such as an SDD may have energy resolution
between 50 eV and 100 eV in the soft-X-ray energy range.
For samples where the fluorescence line of interest is relatively
isolated, the efficiency of the ED detector allows high N sig and
low Nback.42 However, where lines are closely spaced, such as
for chromium, vanadium, and manganese-based samples that
contain significant amounts of oxygen, an SDD may not have
the resolution required to fully eliminate the background. A
PFY-XAS scan acquired by a grating spectrometer, by contrast,
can reduce Nback to nearly zero because background emission
is separated in energy from signal emission. This is valuable to
increase the SNR, especially in dilute samples, as in this case
SNR ≈
Nsigt√
Nsigt
=
√
Nsigt. (3)
The drawback of grating spectrometers is their low collection
efficiency, which results in a small N sig and increases the time
needed to achieve a given SNR. This can push the achievement
of an acceptable SNR out of reach for many dilute samples of
interest. Our TES spectrometer, by contrast, combines the large
collecting efficiency of an ED spectrometer with good energy
resolution so that Nback ≈ 0 for nearly all samples, but N sig
is still large enough that SNR ≈
√
Nsigt > 1 for reasonable
measurement times t.
B. Experiment
K3[Feiii(CN)6] was purchased from Sigma Aldrich and
used without further purification. Solutions with concentra-
tions from 0.5 mM to 500 mM were prepared in deionized
water. These liquid samples were then deposited onto a spe-
cially designed aluminum bar with shallow sample pockets and
rapidly frozen in liquid nitrogen. This sample holder was then
immediately mounted to a cryogenically cooled (LN2) cop-
per receiver, pumped to high vacuum pressures (<107 Torr),
and kept at 80 K for the duration of the measurements. We
did not use any window to cover the face of the frozen liq-
uid samples. Measurements were performed on frozen aque-
ous solutions of 0.5 mM, 5 mM, 50 mM, and 500 mM
concentrations.
X-ray spectra were recorded at the soft-X-ray wiggler
beamline 10-1 of the Stanford Synchrotron Radiation Light-
source. The X-rays were monochromatized via a spheri-
cal grating monochromator with 1000 lines/mm and 20 µm
entrance and exit slits, which provided 5 × 1010 ph/s with
a resolution of approximately 0.15 eV (FWHM) in a 1 mm
× 1 mm spot on the sample. Beam damage was carefully
controlled by establishment of the maximum dose before non-
negligible reduction was observed in the spectra, which for our
flux density meant a maximum exposure of 7 min per spot for
K3[Feiii(CN)6]. At our observed beam flux, this corresponds to
a 2 MGy skin dose, which is below previously observed expo-
sure limits for K3[Feiii(CN)6].33 The X-rays impinged onto
the surface of the frozen solution at 45◦ incidence, and emis-
sion was recorded perpendicular to the incoming X-rays in the
horizontal plane (along the E-vector of the incoming, linearly
polarized X-rays). We operated the TES detector array at a
sample-to-detector distance of about 50 mm, corresponding to
a solid angle of about 0.0008 sr. The beam energy was swept
from 690 to 700 eV in 0.2 eV steps, 700–735 eV in 0.1 eV
steps, 735–740 eV in 0.5 eV steps, and 740–830 eV in 2 eV
steps.
III. RESULTS
Figure 1 shows both 3d2p and 3s2p PFY-XAS spectra
for all sample concentrations. The 3d2p PFY-XAS spectrum
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FIG. 1. Comparison of (a) Fe 3d2p PFY-XAS and (b)
Fe 3s2p PFY-XAS measurements for all concentrations
of aqueous K3[Fe(CN)6]. Spectra have been scaled and
vertically offset for clarity. Spectra for 500 mM, 50 mM,
and 5 mM concentrations were acquired in 5 h each, while
the 0.5 mM spectrum took 15 h of measurement. The 3d2p
signal has six times greater intensity than the 3s2p signal.
contains only emission from the 2p53dn+1 → 2p63dn (3d2p)
transition, following the 2p63dn → 2p53dn+1 L-edge absorp-
tion. 3s2p PFY-XAS contains the 2p53s23dn+1→ 2p63s13dn+1
(3s2p) emission. To create the 3d2p PFY-XAS spectrum, we
integrated all emission from 680 to 740 eV, and for the 3s2p
spectrum, we integrated emission from 590 to 640 eV. All
spectra were normalized with respect to the incoming flux via
the drain current from a gold evaporated grid, placed upstream
of the main chamber. Our 3d2p PFY-XAS spectra have accept-
able SNRs even at the lowest concentration of 0.5 mM. The
measured 3s2p fluorescence is a factor of six weaker than the
3d2p fluorescence, but useful 3s2p PFY-XAS is still achieved
at 5 mM.43 Figure 2 shows two unnormalized XAS spectra
from the 0.5 mM data to illustrate the levels of background
counts in the PFY and equivalent TFY measurements. Before
we use our detector’s energy resolution to reject emission from
background matrix elements, the background level (Nbackt) is
about 120 000 counts per incident energy bin, the SNR is low
as predicted by Eq. (2), and the iron L-edge spectral features
are entirely obscured. After we window to select just the 3d2p
emission, Nback is reduced by a factor of 10 000 and the SNR
increases by a factor of 100. Figure 2(b) demonstrates the chal-
lenge faced by TFY detectors; because SNR [Eq. (2)] improves
as the square root of the total counts, a detector collecting a
TFY signal would have to collect 10 000 times as many counts
as our TES detector in order to achieve the same signal-to-
noise ratio. A grating spectrometer, on the other hand, would
be expected to have the same signal-to-background level dis-
played in Fig. 2(a) but would have to spend 10–100 times
as long as our TES to collect that signal, due to the lower
throughput of most grating systems.26,27,29,38
Figure 3(a) shows the Fe L3-L2 region of the 3d2p and
3s2p PFY-XAS spectra for the 500 mM K3[Feiii(CN)6] sample.
Our 3s2p PFY-XAS spectrum is the first reported of this com-
pound. The 3s2p PFY-XAS spectrum displays expected differ-
ences compared to 3d2p: the L2 edge intensity is enhanced in
the 3d2p channel and the intensities of the t2g and π∗ peaks are
reduced. The differences between the 3d2p, 3s2p, and electron-
yield spectra have been discussed in the literature.45–49 When
saturation is avoided, the 3s2p spectrum can be expected to
reproduce the true X-ray absorption cross section. Figure 3(b)
shows that our 3s2p PFY spectrum is a closer match to the
total-electron-yield (TEY) spectrum from a powdered sample
than to the 3d2p PFY spectrum.
In Fig. 4, we show a portion the RIXS planes col-
lected from the 500 mM and 5 mM samples. These RIXS
planes reproduce all of the major features of the RIXS
plane published by Kunnus et al.,34 which was produced
from a liquid-jet setup with a K3[Feiii(CN)6] concentration
of 500 mM. Thus we demonstrate that TES-RIXS of archety-
pal model compounds can replicate RIXS taken by soft x-
ray grating spectrometers, while the TES has the ability to
probe much lower concentrations than have previously been
attainable.
FIG. 2. XAS spectra from the 0.5 mM sample showing
(a) the PFY signal with an emission energy window of
680–740 eV and (b) the TFY signal (all emission ener-
gies). Both spectra were produced from the same data by
summing the appropriate emission window.
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FIG. 3. Comparisons between (a) the Fe 3s2p and 3d2p
PFY-XAS spectra from the 5 mM sample and (b) the 3s2p
PFY-XAS spectrum from the 5 mM sample and a TEY-
XAS spectrum from powdered K3[Fe(CN)6] detected
via a channeltron, also at SSRL BL10-1. Spectra were
normalized to have equal areas. No extra background sub-
traction was done beyond the PFY windowing. The peaks
of the L3 edge are labeled with the transition assignments
given by Hocking et al.44
FIG. 4. The iron L3-L2 region of the RIXS plane for
500 mM (left) and 5 mM (right) samples, with emission
cuts and PFY-XAS. Each RIXS plane was produced in
5 h of measurement time. The bin size on the energy
transfer axis is 0.8 eV. (a) and (b) show the PFY-XAS for
each sample, produced by the direct sum of counts in (c)
and (d), respectively, for each excitation energy. (c) and
(d) show the RIXS plane, with energy transfer (incident
energy  emission energy) on the vertical axis. (e)–(h) are
vertical cuts through the RIXS plane at incident energies
of 710 eV and 722.5 eV.
IV. DISCUSSION
Measurement of dilute samples is part of a long-standing
effort by the spectroscopy community to access the electronic
structure of transition-metal active sites.12,31 As part of this
effort, aqueous ferricyanide has been a prototype system for X-
ray spectroscopy, especially in the study of metal-ligand charge
transfer and differential orbital covalency.44 Compounds such
as ferricyanide then serve as references to infer the local
electronic structure of complex metalloproteins. Despite the
progress made with model compounds, the overarching goal
remains to obtain spectra from actual metalloproteins and
to compare these spectra to those of the model compounds.
Whereas model compounds are easy to work with and can
be prepared at Fe concentrations exceeding 500 mM, many
important metalloproteins can only be prepared in the 0.5 mM
to 5 mM concentration range, which has been a significant
impediment to their study in the soft-X-ray regime. Despite
the relative ease of measuring K3[Feiii(CN)6], a full soft-X-ray
RIXS plane of 500 mM ferricyanide was first measured with a
grating spectrometer34 only in 2016. Other groups have made
TFY measurements of 5 mM of iron but have not demonstrated
the ability to obtain either a PFY spectra or a RIXS plane at
those low concentrations.12 In this context, our measurement
of a PFY spectrum from a 0.5 mM sample with a TES spec-
trometer is a substantial step toward making measurements
of dilute samples, a routine capability of soft-X-ray beam-
lines. These measurements are made possible by the unique
combination of high throughput and 1.5 eV energy resolution
provided by the TES spectrometer.
K3[Feiii(CN)6] can be damaged by prolonged exposure
to X-rays, so we restricted the radiation dose delivered to the
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sample by using a large beam spot (1 mm2) and a short scan
time. A typical grating spectrometer requires a tightly focused,
10 µm × 100 µm spot, which yields a radiation dose rate one
thousand times higher than that of a 1 mm × 1 mm beam.
A high dose rate makes it extraordinarily difficult to com-
plete a full monochromator energy scan on a solid sample
before damage occurs, which is why grating-based measure-
ments in the soft-X-ray regime often require a liquid jet. A
liquid jet mitigates radiation damage but restricts the applica-
tion of soft-X-ray L-edge measurements to samples in liquid
solution that can be prepared in large volumes. Because the
TES is energy-dispersive, not wavelength-dispersive, the beam
spot size does not affect its energy resolution. For dilute solid
samples that are even more sensitive to X-ray damage than
K3[Feiii(CN)6], we could defocus the X-ray beam to a 10 mm2
spot, which would yield even lower photon-induced damage
without loss of data quality or increase in acquisition time.
This is an enabling capability for static radiation-sensitive
samples.
Our TES spectrometer measures the 3d2p and 3s2p emis-
sion simultaneously. As presented in Fig. 3, the 3s2p spec-
trum is a close match to the TEY spectrum, whereas the
3d2p spectrum contains distortions due to “state-dependent
decay.”45,47–49 The 3s2p PFY-XAS is, barring saturation
effects, a direct representation of the XAS cross section and
a close match to the TEY-XAS for appropriately concentrated
and conductive samples. Additionally, the 3s2p PFY-XAS
measurement does not suffer from self-absorption effects like
3d2p can because the 3s2p emission is below the iron edge and
cannot be resonantly re-absorbed. Despite the advantages of
3s2p measurements, published examples of 3s2p spectra are
rare because the lower intensity of the 3s2p emission leads to
time-consuming data collection with a Rowland-circle grating
spectrometer. The TES spectrometer, like VLS grating spec-
trometers,29 collects the 3s2p emission simultaneously with
the 3d2p emission. We expect that the automatic collection
of 3s2p PFY-XAS will lead to it becoming an increasingly
utilized measurement in the future.
TES spectrometers have the capability to measure dilute,
damage sensitive samples, but it is also important that they be
easy for beamline users to operate. Our team has significantly
increased ease of use by packaging a multi-hundred-pixel
detector array into a pushbutton cryogenic system that is free of
liquid cryogens and automating many detector setup tasks.37
At SSRL 10-1, our focus on beamline integration means that an
average user can spend a 24-h period making measurements
with the TES, after a once-a-day initialization by beamline
staff. One remaining bottleneck is data reduction of the detec-
tor signal into viable spectral information, which still requires
significant expertise.40 In order to achieve parity with com-
mercial detectors such as SDDs, additional work is required
to automate data analysis so that non-experts can easily gener-
ate spectra. We also note that the effective detection area and
energy resolution of the TES are still far from their ultimate
limits, e.g., a 1000 pixel spectrometer with an energy resolu-
tion target of 0.5 eV is already under development. As TES
detectors continue to improve in performance and ease of use,
we expect them to find a place at a growing number of facilities
worldwide.
V. CONCLUSION
We have collected L-edge XAS and RIXS spectra
on frozen samples of aqueous K3[Feiii(CN)6] at concen-
trations down to 0.5 mM. Our spectra accurately repro-
duce existing measurements34 of high-concentration aqueous
K3[Feiii(CN)6]. Due to the unique combination of high effi-
ciency and sufficient energy resolution, the performance of
the TES is already sufficient to measure important metallopro-
teins that are susceptible to damage and cannot be concentrated
more than a few mM. Measurements of dilute proteins such as
hemoglobin and photosystem-II are presently underway.
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W. Wurth, M. Persson, J. K. Nørskov, F. Abild-Pedersen, H. Ogasawara,
L. Pettersson, and A. Nilsson, Science 347, 978 (2015).
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B. Dalla Piazza, H. M. Rønnow, E. Morenzoni, J. van den Brink, T. Schmitt,
and J. P. Hill, Nat. Mater. 11, 850 (2012).
20J. Schlappa, K. Wohlfeld, K. J. Zhou, M. Mourigal, M. W. Haverkort, V. N.
Strocov, L. Hozoi, C. Monney, S. Nishimoto, S. Singh, A. Revcolevschi,
J.-S. Caux, L. Patthey, H. M. Ronnow, J. van den Brink, and T. Schmitt,
Nature 485, 82 (2012).
21A. Pietzsch, Y.-P. Sun, F. Hennies, Z. Rinkevicius, H. O. Karlsson,
T. Schmitt, V. N. Strocov, J. Andersson, B. Kennedy, J. Schlappa,
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Mori, R. Tran, C. Weniger, H. Schröder, W. Quevedo, H. Laksmono, R. G.
Sierra, G. Han, B. Lassalle-Kaiser, S. Koroidov, K. Kubicek, S. Schreck,
K. Kunnus, M. Brzhezinskaya, A. Firsov, M. P. Minitti, J. J. Turner,
S. Moeller, N. K. Sauter, M. J. Bogan, D. Nordlund, W. F. Schlotter,
J. Messinger, A. Borovik, S. Techert, F. M. F. de Groot, A. Föhlisch, A. Erko,
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